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This  is  the  final  performance  report  identifying  the  acquired  equipment  under  the  award  (award  No. 
A9550-07-0556).  AH  equipment  purchased  will  be  used  for  the  basic  supersonic  rough  wall  turbulent 
boundary  layer  research.  This  report  also  includes  the  primary  calibration  results  of  density  and  temperature 
using  laser  Rayleigh  scattering  and  laser-induced  fluorescence  techniques,  respectively.  Finally,  the  future 
research  project  for  which  the  equipment  will  be  used  is  summarized. 


1.  The  acquired  equipment 

The  following  equipment  has  been  purchased  in  order  to  integrate  and  improve  the  unique  LDV,  FRS  and 
LIF  system  for  supersonic  flow  measurements  as  was  described  in  the  DURJP  Proposal. 

A .  Verdi -VI 8  18W  Nd:  YO V 4  di ode-pumped  laser 
Supplier  and  price:  Coherent,  Inc.,  $125,000.00 

B.  3  of  ZT4I0PCI-2I  digitizers 

Supplier  and  price  :  ZTec  Instrument,  Inc*,  $19,485.00 

C.  2  of  UF3-4 121  digitizers 

Supplier  and  price  :  Strategic  Test  Co.,  $19,600.00 

D.  CS22G8  digitizer 

Supplier  and  price  :  Gage  Applied  Technology,  $1 1,145.30 
E  5  of  Model  315  amplifier 

Supplier  and  price  :  Sonoma  Instrument  Company,  $12,070*00 
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F.  3  of  UF  receiving  unit 

Supplier  and  price  :  Hamamatsu  Co.,  $3,515.96 

G.  2  of  FRS  receiving  unit 

Supplier  and  price  :  Hamamatsu  Co.,  $1 ,602.28 

H.  2  of  high  frequency  Modulator  and  driver 
Supplier  and  price  ;  IntraAction  Corp.,  $4,747.00 

I.  2  of  achromatic  lens 

Supplier  and  price  :  Ross  Optical  Industries,  $822.00 

J.  High  power  fiber  optics  and  laser-to-fiber  coupler 
Supplier  and  price  :  OZ  Optics,  $656.40 

K.  Optical  filters  and  splitters  for  UF  and  FRS  receiving  blocks 
Supplier  and  price  :  Edmund  Industrial  Optics,  $1,017.00 


Sum  of  costs  for  items  A  ~  K  “  $199,660.94 
2,  Apparatus  and  data  acquisition 

In  the  section,  the  apparatus  and  data  acquisition  of  density  and  temperature  calibrations  are  presented. 
The  calibration  system  is  made  of  the  items  above  and  laser  Rayleigh  scattering  (LRS)  and  laser-induced 
fluorescence  (LIE)  techniques  are  applied. 

A.  Variable  pressure  and  temperature  vessel 

For  density  and  temperature  calibrations,  the  variable  pressure  and  temperature  vessel  is  designed  as 
shown  in  fig.  1 .  The  pure  pressurized  air  and  pressure  regulator  are  used  to  control  the  pressure  inside  and  the 
flat  glass  plate  is  installed  on  the  end  to  locate  the  measurement  volume  and  detect  scattered  light.  The  heat 
tape  and  temperature  controller  are  used  to  change  the  temperature  inside.  The  pressure  and  temperature 
inside  are  recorded  using  the  digital  manometer  and  k-type  thermocouple. 

B.  Optical  setup  and  data  acquisition 

Figure  2  shows  the  schematic  diagram  of  optical  setup.  The  532  nm  CW  laser  light  is  focused  by  a  80  mm 
diameter  and  250  mm  focal  length  PCX  and  the  resulting  beam  waist  diameter  is  about  75  pm.  The  beam 
dump  is  mounted  in  the  vessel  in  order  to  minimize  the  beam  stray  inside.  The  scattered  light  from  the  waist  is 
detected  by  two  identical  achromatic  lenses  of  75  mm  diameter  and  300  mm  focal  length.  These  achromatic 
lenses  minimize  the  aberration  of  various  wavelength  light  scattered  by  fluorescence  particles.  The  Rayleigh 
or  fluorescence  scattered  light  is  transferred  to  the  PMTs  through  a  multimode  fiber  of  65  pm  core  diameter. 
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The  black  board  is  installed  between  the  transmission  and  receiving  optical  parts  in  order  to  prevent  the 
interference  from  the  stray  lights  around  the  receiving  achromats. 

The  Rayleigh  scattered  lights  by  air  molecules  have  much  lower  intensity  than  ones  by  particles  and  the 
photon  counting  technique  is  applied  for  the  density  measurement.  The  PMT  signal  pulses  due  to  the  phones 
of  Rayleigh  scattering  are  counted  in  the  specific  record  length.  For  the  present  measurement,  two  identical 
PMTs  are  used  and  two  PMTs  technique  allows  one  to  remove  the  shot  noise  contribution  to  the  density 
fluctuation  (  Panda,  2007,  Panda  and  Seasholtz,  2002),  The  shot  noise  of  PMT  is  a  random  photo-electronic  in 
nature  and  it  is  not  correlated  between  two  PMT  signals.  Therefore,  the  r.m.s.  of  density  fluctuation  is 
calculated  using  the  cross-spectrum  of  these  two  PMT  signals.  The  LRS  receiving  block  is  constituted  by 
50R50T  beam  splitter,  532  nm  narrow  bandpass  filter  and  R7518P  PMTs.  The  PMT  outputs  are  recorded  by 
8  bit  CS22G8  digitizer  and  the  photons  above  the  threshold  value  are  counted  in  Mat  lab. 

On  the  other  hand,  the  temperature  measurement  is  performed  by  capturing  the  light  intensity  scattered  by 
fluorescence  particles,  Rhodamine-B  (Rh-B).  This  non-intrusive  temperature  measurement  technique  is 
proven  well  in  many  literatures  and  for  the  present  calibration,  the  three-color  bands  are  used  for  lower 
uncertainty  and  independence  of  optical  path  length  as  well  (Lavieille  et  aL,  2004,  Maqua  et  al,,  2006),  The 
fluorescence  particles  are  generated  by  the  mixture  of  Rh-B,  ethylenglycol  and  ethanol  using  Laskin  nozzle. 
The  fluorescent  scattered  lights  are  separated  by  30T70R  and  50T50R  beam  splitters  for  three  PMTs.  The 
interference  optical  filters,  bandpass  of  568  ±  5  nm,  600  ±  1 0  nm  and  long  pass  of  625  nm,  are  installed  in 
front  of  each  PMT.  Figure  4  shows  the  three-color  bands  applied  for  the  present  measurement  The 
fluorescent  light  intensity  is  able  to  be  measured  by  integrating  each  burst  envelops  of  PMT  signals.  The  low 
pass  filters  and  triggering  is  used  to  get  simultaneous  three  bursts.  The  I4bit  ZT410PCI-21  digitizers  are  used 
to  record  and  postprocess  PMT  outputs  in  Lab  View.  Figure  4  shows  the  calibration  apparatus  and  five 
receiving  PMTs* 


3.  Calibration  results 
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A.  Density  calibration 

When  the  laser  beam  is  passing  through  an  air,  the  air  molecules  cause  light  scattering*  The  elastic  light 
scattering  by  air  molecules  is  called  Rayleigh  scattering*  The  light  intensity  of  Rayleigh  scattering  is  much 
lower  than  one  of  Mie  scattering,  which  means  that  much  less  photons  are  captured  by  light  detectors. 
Therefore,  each  photon  generates  PMT  output  like  discrete  pulse  and  the  photon  counting  method  counts 
these  pulses  of  Rayleigh  scattering  in  given  time  intervals,  which  depends  on  the  density.  Using  the  photon 
counting,  the  correlation  between  the  number  of  photons  collected  during  a  specific  time  interval  and  the 
corresponding  density  is  able  to  be  measured. 

The  photon  count  rate  (N/At)  can  be  written  as  (Panda  and  Seasholtz,  2002) 

N  sP.nDXQ  da  .  2  -  ^ 

—  -  — - - sin  %  ~  Const  xn-  Const  xp  ( 1 ) 

At  he  d£l 

where,  h  =  Planck's  constant  (6.63x1  O'34  J-s),  c  =  speed  of  light  (3x109  m/s),  z  =  total  light  collection 
efficiency,  P0  =  laser  power  (W),  X  =  laser  wavelength  (m),  Q  =  solid  angle  of  receiving  optics,  da/dQ  = 
differential  scattering  cross-section  (~  10‘32  m2),  %  -  the  angle  between  polarization  direction  of  laser  beam 
and  the  receiving  vector,  D  —  probe  volume  diameter  (m)  and  n  =  number  of  density.  Therefore,  for  a  fixed 

optical  setup,  the  photon  count  rate  has  a  linear  relation  to  the  density.  The  average  density,  p  can  be  written 
as 


fN 


At 


-  +  b 


(2) 


where,  a  and  b  are  the  calibration  constants  and  Navg/At  is  the  average  photon  count  rate  during  the  record 
length.  Ideally,  the  constant  b  should  be  zero  from  Eq.(l).  However,  ‘b*  in  Eq.(2)  denotes  the  effect  of 
background  noise  due  to  the  stray  lights.  Note  that  it  is  very  important  to  minimize  the  light  stray  and  it  may 
be  one  reason  that  this  Rayleigh  scattering  technique  for  density  measurements  has  been  applied  mainly  to  jet 
flows. 

It  should  be  mentioned  that  the  count  rate  is  dependent  on  the  PMT  input  voltage  and  the  threshold  value 
which  oue  counts  only  the  pulse  higher  than.  Therefore,  the  optimum  input  voltage  and  the  threshold  value 
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need  to  be  determined  before  the  calibration.  Increasing  the  input  voltage  and  the  threshold  value,  there  is  the 
flat  region  of  count  rates  which  is  almost  independent  of  them.  The  final  PMT  input  voltage  and  the  threshold 
value  are  determined  the  beginning  of  this  flat  region. 

Figure  5  shows  the  calibration  result  of  the  count  rate  verse  the  density  .  The  two  PMT  signals  are  sampled 
with  100  MHz  rate  during  5  sec.  The  incident  laser  power  is  10  Watt,  The  mean  count  rate  is  averaged  from 
50,000  samples  with  the  time  interval  At  =  100  |is,  It  shows  the  linear  relation  as  shown  Eq.(2).  The  main 
error  sources  of  average  count  rate  and  density  is  due  to  the  shot  noise  and  the  resulting  uncertainty  is  ±0.3  %. 

B,  Temperature  calibration 

The  non -intrusive  temperature  measurement  is  able  to  be  done  using  a  temperature  sensitive  fluorescent 
tracer  This  laser-induced  fluorescence  technique  is  widely  used  to  measure  the  fluid  temperature.  The 
fluorescent  light  intensity  (lf)  scattered  by  tracer  particles  which  is  dependent  on  the  particle  temperature  can 
be  written  as  (Lavieille  et  ah,  200 1 ) 

(3) 

where,  =  optical  constant,  Vc  =  tracer  particle  volume  (m3),  l0  =  incident  laser  intensity,  C  =  molecule 
concentration  of  fluorescent  tracer  (mol/liter),  T  =  absolute  temperature  and  Kspec  and  p  =  constants  depending 
only  on  the  spectroscopic  and  physical  properties  of  the  fluorescent  tracer.  Therefore,  the  fluorescent  light 
intensity  is  dependent  on  not  only  the  temperature  but  also  the  particle  size,  incident  laser  intensity  and  tracer 
concentration.  This  undesired  dependence  can  be  removed  using  several  color  hands  of  fluorescent  spectrum. 
The  fluorescent  light  intensity  in  a  spectral  band  [X,i,  Xt2]  can  be  expressed  by  using  a  second-order  expansion 
(Castanet  et  al.,  2003), 
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If  =  £  K^(A)KspiMKI0Ce^rrdA 

(4) 

The  subscript  i  denotes  the  spectral  band  i  and  the  a,  and  b,  are  the  coefficients  of  temperature  sensitivity 
for  the  spectral  band  L  The  ratio  of  fluorescent  intensity  between  two  spectral  bands  can  be  written  as 

/  fC  JC  3|  —Qj 

/j  Vl=N^VLer4r>  (5) 

/  /  v  jr 

1  /2  ^opi2  ^specl 

This  ratio  in  Eq,(5)  is  dependent  only  on  the  tracer  temperature  because  the  constants  and  KS[)ec  are 
given  for  a  fixed  optical  setup. 

For  the  present  measurement,  the  three-color  spectral  bands  are  selected  as  shown  in  Fig.  3.  Figure  6 
shows  the  three  coincident  bursts  of  PMT  outputs  generated  by  the  fluorescent  particles.  The  Rhodamine  B 
(Rh-B)  is  used  as  the  tracer  and  the  mixture  of  Rh-B,  ethylene  glycol  and  ethanol  is  aerosolized  by  Laskin 
nozzles.  The  Rh-B  concentration  is  about  6.7x1  O'4  mol/liter,  which  is  lower  than  the  critical  concentration  of 
self-quenching,  6x]Q*  mol/liter  (Lavieille  et  al,  2001),  The  incident  laser  power  is  5  Watt  and  the  sampling 
rate  is  500  KS/s.  Because  of  the  lifetime  of  fluorescent  light  and  re-absorption,  the  2  kHz  low  pass  filter  is 
applied  to  get  a  smooth  burst  envelop.  The  mean  ratio  is  averaged  from  more  than  3,000  samples.  Figure  7 
shows  the  quadratic  calibration  curves  between  the  intensity  ratio  and  the  temperature.  The  max  variation  of 
fluorescence  ratio  has  about  38  %/K. 

4.  Brief  description  of  supersonic  rough  wall  flows  research  project 

The  proven  laser-induced  fluorescence  (LIF)  technique  to  measure  the  particle  temperature,  and  the 
proven  filtered  Rayleigh  scattering  method  to  measure  the  gas  density  will  be  used  simultaneously  with  the 
CompLDV  for  low  uncertainty  information  on  supersonic  turbulent  test  flows.  The  accurate  calculation  of 
supersonic  turbulent  flow  behavior  for  Air  Force  applications  is  still  needed.  It  is  clear  from  literature  reviews 


6 


that  experimental  research  is  needed  on  the  structure  of  supersonic  shock/boundary  layer  interaction  (SBLI) 
over  the  rough  wall  surface  using  advanced  experimental  methods  that  can  provide  the  needed  turbulence 
structural  information  to  develop  computational  models.  The  instantaneous  3  components  of  velocity*  the 
temperature*  and  the  density  are  needed  to  determine  all  of  the  terms  in  the  Reynolds-averaged  continuity* 
momentum  (RANS),  energy,  and  turbulent  Reynolds  stress  transport  (RST)  equations,  assuming  an  equation 
of  state  to  determine  the  instantaneous  pressure.  Data  for  non-equilibrium  flows  are  severely  needed.  Little 
turbulence  data  for  the  supersonic  rough  wall  flows  exists  because  of  the  lack  of  previous  experimental 
capability.  All  of  these  quantities  will  be  measured  in  this  AFOSR  research, 

A  range  of  roughness  of  the  roughness  height,  k  and  the  ratio  of  roughness  projected  frontal  area  to  flow 
to  roughness  area  projected  onto  the  mean  surface,  X  values  will  be  used  for  both  deterministic  distributed 
roughness  and  more  random  roughness  such  as  several  grit  sizes.  Data  for  the  test  flow  cases  will  be  measured 
with  variable  height  roughness  surfaces.  For  some  cases,  uniformly  distributed  periodically  spaced  roughness 
elements  up  to  lOOmicron  high  will  be  used  as  shown  Fig,  8  for  hemispheres.  It  is  the  super- hydrophobic 
surface  produced  by  “Breath  Figure”  technique  at  the  Virginia  Tech.  Such  cases  would  allow  researchers  to 
determine  actual  effects  of  roughness  geometry  size*  distribution  and  the  flow  structure  around  these  elements. 
These  size  of  roughness  can  be  made  of  materials  than  can  withstand  supersonic  speeds  and  temperatures. 
Other  roughness  shape  surfaces  of  desired  heights  are  prisms,  pyramids,  octagonal  cones  which  can  be 
manufactured  on  CNC  milling  machines  from  highly  polished  raw  materials.  The  data  for  a  given  roughness 
shape  should  be  obtained  over  a  range  of  0.01  <  X  <  0.5  and  the  effects  of  compressibility  will  be  examined. 
The  range  of  =  (kT^n/p),/2/v>  should  cover  both  the  transitionally  rough(k+  <  50)  and  fully  rough(k+  >  50) 
while  keeping  the  k/5  <  0,025, 

Measurement  will  be  made  at  M  =  2,4  in  low  pressure  gradient  in  the  Virginia  Tech  Supersonic  Blow¬ 
down  Wind  Tunnel  over  a  range  of  10,000  <  Refi  <  25,000  by  adjusting  the  plenum  pressure.  Near  adiabatic 
wall  conditions  can  be  produced  on  the  rough  surfaces  by  a  polystyrene  insulator  and  nearly  constant  wall 
temperature  conditions  can  be  produced  by  heated  and  cooled  aluminum  blocks  that  are  thermally  connected 
to  a  test  surface. 
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Finally,  the  unique  CompLDV,  LIF  and  FR5  system  will  be  used  to  obtain  the  following  quantities. 

All  Reynolds-averaged  and  Favre- averaged  quantities  of  mean  velocities,  temperature,  density  and 
pressure. 

Surface  skin  friction  and  heat  flux  from  near-wall  mean  velocity  and  temperature  profiles. 

Reynolds  stresses,  velocity  fluctuation  triple  products. 

Dissipation  rates  and  accderation/veloeity  fluctuation  correlations  used  to  obtain  velocity /pressure 
gradient  fluctuation  correlations. 

Temperature- velocity  correlations  for  heat  transfer  structure. 

Velocity,  temperature  and  density  auto-spectra  and  cross-spectra. 

Spatial  correlations  and  cross-spectra  of  velocity  fluctuations  using  the  second  LDV  system  in  order 
to  provide  data  for  the  statistical  coherency  lengths  of  large-scale  structures  and  the  shock  motion  for 
comparisons  with  LES  results. 

The  flow  structure  within  the  near- wall  subsonic  region  will  be  examined  and  the  relationship  between 
the  inner  subsonic  rough  wall  flow  and  the  supersonic  flow  in  the  outer  region  will  be  described.  These 
measurements  will  produce  complete  results  for  the  Reynolds  stress  tensor  in  smooth  and  rough  wall 
supersonic  compressible  flows.  The  data  sets  will  be  fully  documented  and  available  for  use  by  Olliers, 
especially  those  involved  in  LES  studies  in  order  to  help  the  improvement  of  sub-grid  scale  modeling. 
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Fig,  1  Variable  pressure  and  temperature  vessel. 


Fig.  2  Schematic  diagram  of  optical  setup. 
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Fig.  3  Rh-B  fluorescence  spectra  and 

three-color  bands  for  present  LIF  measurement;  ©:625  nm|,  ©:600nm  and  ®:568  nm. 
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Fig.  4  Calibration  apparatus(a)  and  receiving  PMTs(b). 
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Fig*  5  The  density  calibration  using  laser  Rayleigh  scattering  technique* 
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Fig.  6  Coincident  three  fluorescent  bursts*  White,  625  nmf;  red,  600  nm  and  green,  568  nm 
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Fig,  7  The  temperature  calibration  using  laser-induced  fluorescence  technique. 
Tu  is  the  reference  temperature.  The  intensity  ratio  RI2,  625  nm|  and  600  rnn; 
R13,  625  nmt  and  568  nm  and  R23,  600  nm  and  568  nrn. 
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Fig.  8  Hemispherical  pillars  on  a  polystyrene  template  (Rawlett  et  al„  2007) 


